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ATKRITUMPRODUKTU un KURINAMA IZPETES un TESTESANAS LABORATORIJA
Saskana ar ISO/TEC 17025 standartu starptautiski akreditéta laboratorija

SIA "Virsma", Sergeja Eizensteina iela 29,
420. telpa (4. stavs), Riga, LV-1079, Latvija
Registracijas nr.: 40103018922

EN ISO/IEC 17025

T-584

TESTESANAS PARSKATS Nr.

Pastititajs: eSYS PRO SIA

Customer:

TEST REPORT No.

Pasititaja adrese:

Customer address:

Talr.: (+371) 26321168; (+371) 29283123
e-pasts: info@virsma.eu
www.virsma.lv

3-623.1-23

Riga, Baznicas iela 7 - 6, LV-1010

Sanemts (sakta apstrade):  25.09.2023

Izpildits (izdots parskats): 05.10.2023
Dates: (received/completed-report issued)

Pasutitajs
Customer

Parauga némé;js:
Sampling by:

Pastitaja Sifrs:

Customer's reference:

Parauga apraksts:

Sample description:

1. Airbasic

NAIK

Testé$anas mérkis:
Subject of examination:

Noteikt materiala raksturlielumus
Determination of the material characteristics

TesteSanas rezultati materialam ka sanemts (ja nav noradits citadi)
Test results for material as received (if it is not specified differently)

Parametrs Merylen. Rezultats / Result Nenoteikt. | Standarts
P : Unit of | Kasanemts/ | Sausam mat./ Uncertain Standard
arameter measure | As Received | Dry Basis w andar
Mitruma daudzums, M o 20 LVS EN ISO
Moisture content % 25.5 =2 18134-1:2016
Pelnu saturs, A o o 05 LVS EN ISO
Ash content 5307C & 10.3 13.8 =0 18122:2016

Siltumspgja augstaka pie V = const Ml/kg 19.10 25.63
Qgr kecal/kg 4562 6122
Gross calorific value at constant volume MWh/t 5.31 7.12 20 LVS EN ISO
. e —1 — . o
Siltumspéja zemaka pie P = const Ml/kg 17.21 23.93 18125:2017
Quecp keal/kg 4110 5715
Net calorific value at constant pressure MWh/t 4.78 6.65
Sers, 8 % 0.09 0.1 £003
Sulphur LVS EN ISO
16994:2016
Hiors, Cl % 0.62 0.84 £0.11
Chlorine
Dzivsudrabs, Hg LVS EN
Mercury mgkg | =01 =01 - 153092007
Virsma SIA (v.7.0) TestéSanas parskats Nr. 3-623.1-23 1. Ippno 2



Mervien. _ .

Parametrs CrVIeN | Rezultats | Nenoteikt. | Standarts

Unit of .

Parameter Result Uncertainty | Standard
measure

Materiala frakciju sastavs (sausa sietu analize)
Material fractions size distribution (Dry sieve test)Material fractions size distribution (Dry siev|

> 63 mm 34.3
45 +63 mm 45.0 LVS EN ISO
16 ~ 45 mm % 15.3 £ 10% 17827-1:2016
8§ + 16 mm 4.7
3.15+ 8 mm 0.4
<3.15 mm 0.3

Oksidu saturs pelnos

Ashi t 550 °C, Dry Basi
Ocxides content in the ash (Ashing a ry Basis)

Simbols Mervien. Saturs Nenoteikt. | Standarts
Symbol Unit of measure Concentration Uncertainty Standard
Na,ONa,ONa,O 0.1

MgO 2.1

Al0534054120; 5.0

SiOxgiozsioz 15.8

P,0sp05205 L1 Leoemtrs
SOs503503 % L5 £ 10% LVS EN ,
K,0K,0K,0O 2.8 15309:2007
CaO 33.6

TiOsri0z7i02 4.6

MnO 0.1

Fe)03£003r203 2.0

Pazinojumi (Announcements):

1. Testésanas rezultati attiecas tikai uz konkréto(iem) paraugu(iem).
Results of this Test Report concern only the present sample(s).

2. TesteSanas parskatu dalgji drikst kopét tikai ar SIA «Virsmay rakstisko atlauju.
Partial copy of this Test Report is allowed only with a written permission of «Virsma» Ltd.

Apstiprindts/parakstits digitali
Authorized/Signed digitally

Virsma SIA (v.7.0) TesteSanas parskats Nr. 3-623.1-23 2. Ipp no 2



VIDCN A
yinoinin

ATKRITUMPRODUKTU un KURINAMA IZPETES un TESTESANAS LABORATORIJA
Saskana ar ISO/TEC 17025 standartu starptautiski akreditéta laboratorija

SIA "Virsma", Sergeja Eizensteina iela 29,
420. telpa (4. stavs), Riga, LV-1079, Latvija

Registracijas nr.: 40103018922

EN ISO/IEC 17025
T-584

TESTESANAS PARSKATS Nr.

Pastititajs:
Customer:

eSYS PRO SIA

TEST REPORT No.

Pasititaja adrese:
Customer address:

Talr.: (+371) 26321168; (+371) 29283123
e-pasts: info@virsma.eu
www.virsma.lv

3-623.2-23

Riga, Baznicas iela 7 - 6, LV-1010

Sanemts (sakta apstrade): 25.09.2023
Izpildits (izdots parskats): 05.10.2023

Pastitaja Sifrs:
Customer's reference:

Dates: (received/completed-report issued)

Parauga némé;js:
Sampling by:

Pasutitajs
Customer

Parauga apraksts:
Sample description:

2. Multistar

NAIK

Testé$anas mérkis:
Subject of examination:

Noteikt materiala raksturlielumus
Determination of the material characteristics

TesteSanas rezultati materialam ka sanemts (ja nav noradits citadi)
Test results for material as received (if it is not specified differently)

Parametrs Merylen. Rezultats / Result Nenoteikt. | Standarts
P : Unit of | Kasanemts/ | Sausam mat./ Uncertain Standard
arameter measure | As Received | Dry Basis w andar
Mitruma daudzums, M o 20 LVS EN ISO
Moisture content % SLS = 18134-1:2016
Pelnu saturs, A o o 05 LVS EN ISO
Ash content 5307C & 10.0 20.7 =0 1812222016

Siltumspgja augstaka pie V = const Ml/kg 9.78 20.16
Qy: kcal/kg 2336 4816
Gross calorific value at constant volume MWh/t 2.72 5.60 20 LVS EN ISO
. e —1 — . o
Siltumspéja zemaka pie P = const Ml/kg 7.78 18.62 18125:2017
Quetp keal/kg 1857 4448
Net calorific value at constant pressure MWh/t 2.16 5.17
Sers, § % 0.06 0.12 £003
Sulphur LVS EN ISO
16994:2016
Hlors, Cl % 0.18 0.37 £ 0.05
Chlorine
Dzivsudrabs, Hg LVS EN
Mercury mgkg | =01 =01 - 153092007
Virsma SIA (v.7.0) TestéSanas parskats Nr. 3-623.2-23 1. Ippno 2



Mervien. _ .

Parametrs CrVIeN | Rezultats | Nenoteikt. | Standarts

Unit of .

Parameter Result Uncertainty | Standard
measure

Materiala frakciju sastavs (sausa sietu analize)
Material fractions size distribution (Dry sieve test)Material fractions size distribution (Dry siev|

> 63 mm 21.1
45+ 63 mm 36.4 LVS ENISO
16 +45 mm % 38.2 . 10% 17827-1:2016
8 +16 mm 4.1
3.15+8 mm 0.1
<3.15 mm 0.1

Oksidu saturs pelnos

Ashi t 550 °C, Dry Basi
Ocxides content in the ash (Ashing a ry Basis)

Simbols Mervien. Saturs Nenoteikt. | Standarts
Symbol Unit of measure Concentration Uncertainty Standard
Na,ONa,ONa,O 0.2

MgO 3.5

Al0534054120; 4.4

SiOxgiozsioz 21.5

P,0sp05205 2.0 Leoemtrs
SOs503503 % L7 £ 10% LVS EN ,
K,0K,0K,0O 5.1 15309:2007
CaO 29.7

TiOsri0z7i02 1.3

MnO 0.1

Fe)03£003r203 2.8

Pazinojumi (Announcements):

1. Testésanas rezultati attiecas tikai uz konkréto(iem) paraugu(iem).
Results of this Test Report concern only the present sample(s).

2. TesteSanas parskatu dalgji drikst kopét tikai ar SIA «Virsmay rakstisko atlauju.
Partial copy of this Test Report is allowed only with a written permission of «Virsma» Ltd.

Apstiprindts/parakstits digitali
Authorized/Signed digitally

Virsma SIA (v.7.0) Teste$anas parskats Nr. 3-623.2-23 2. Ipp no 2



